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complex  magnetic  permeability  of  ferrite  materials  at  millimeter  and  submillime¬ 
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owed  a  broad  frequency  coverage  in  particularly  between  6mm  and  0.5mm  range. 
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Block  20.  conti nued 

as  plexiglass  and  Nylon  exhibit  atleast  20  to  30  times  higher  loss  compared  to 
non-polar  polymers.  A  massive  birefringent  effect (Ae'“  2.193)  is  now  obseved  for 
crystalline  sapphire,  which  is  atleast  10  times  higher  than  crystalline  quartz 
(  Ae'  =  0.2).  The  resonance  peak  for  ferrite  materials  move  with  applied  magnetic 
field  increments.  Complex  magnetic  permeability  values  then  can  be  seperated  out 
completely  experimentally.  On  hexagonal  ferrites,  the  natural  ferromagnetic  resonance 
lies  in  the  1  mm  range.  A  batch  of  specimens  have  been  studied  over  the  frequency 
range  60-450GHz  under  the  sample  exchange  program  organized  by  U.S.  Army  Harry 
Diamond  Laboratories. 
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We  have  extended  a  broad-band  interferometric  technique  well  into  the  3mm 
range[l].  Various  measures  such  as  larger  throughput , use  of  sensitive  detectors, 
mehanical  and  electronic  stability,  and  minimization  of  power  losses  enabled  us 
to  produce  data  of  complex  refractive  index,  complex  dielectric  permi tt i v i ty  ,and 
loss  tangent  over  the  wavelength  range  6  -  0.5mm.  The  dispersive  Fourier  trans¬ 
form  spectroscopic  technique  developed  by  one  o  us ( Af sa r) [ I  -  6]  measures  the 
phase  as  well  as  the  amplitude,  the  analysis  of  which  provides  the  absorption  co¬ 
efficient,  the  refractive  index,  the  real  and  imaginary  part  of  the  dielectric 
permittivity  and  the  loss  tangent. 

The  millimeter-wave  absorption  in  materials  is  dominated  by  the  tail  of  the 
lattice  vibration  absorptions  in  the  submillimeter  and  infrared  region.  Addition¬ 
ally,  there  are  also  Debye-type  liquid  lattice  absorption  present  in  the  millime¬ 
ter-wave  regions.  Commonly  used  non-polar  polymers  are  po 1 yethy 1 ene ,po 1 y propy 1 ene 
po ly tet raf luorethy lene (Tef Ion )  and  poiy-4  methyl  pentene-1.  Because  of  their  low- 
loss  characteristics,  they  are  already  in  use  as  windows  and  lenses  in  submilli¬ 
meter  wave  and  infrared  spect rometers .  Polypropylene  came  as  a  substitute  for 
polyethylene  in  radio  frequency  region  as  well  as  in  the  submillimeter  wavelength 
region.  It  is  no  longer  necessary  to  mention  the  suitability  of  polyethylene  in 
particularly  in  the  radio  frequency  and  in  the  microwave  frequency  region  except 
that  the  material  is  relatively  softer  compared  to  polypropylene.  Both  were  used 
in  a  rather  parallel  fashion  around  t-GHz  region.  Around  the  middle  of  the  sub¬ 
millimeter  waveband (2 100  GHz,  70  cm"'  ),  polyethylene  has  a  very  sharp  intense 
absorption  band,  which  forbids  its  use  in  the  region  1  ,800  -  2,400  GHz(60-80  cm  J 
Teflon  is  inert  to  all  organic  liquids  and  known  to  posses  very  low-loss  charac¬ 
teristics  in  the  radio  frequency  region.  The  microwave  loss-tangent  value  of  un¬ 
sintered  polytetraf  luorethy  lene  is  of  the  order  of  40  mi  cro- rad  i  ans .  At  the  mid- 
infrared  reg i on (6 ,000GHz) .  a  strong  lattice  absorption  band  precludes  its  use 
beyond  4,500  GHz  (150  cm-').  The  mechanical  property  of  teflon  is  somewhat  poorer 
than  polypropylene.  The  poly-4  methyl  pentene- 1 ( t rade  name  TPX  as  of  Imperial 
Chemical  I ndus t r i es  ,  Eng  1  and)  is  a  clear  glass  like  plastic  and  makes  the  material 
ideally  suited  for  window  applications  in  spectrometers.  Once  the  instrument  is 
equipped  with  TPX,  it  is  very  easy  to  make  optical  allignments.  The  refractive 
index  of  TPX  in  the  visible  frequency  region(1.43)  matches  very  very  closely  with 
its  value  in  the  submillimeter  wavelength  reg i on ( 1 . 46) . The  material  is  much  hard¬ 
er  than  three  other  non-polar  polymers  mentioned  above.  Moreover  the  TPX  is 
resistant  to  deformation  by  heat. 

The  absorption  data  of  polypropylene  vary  markedly.  Commercially  available 
polypropylene  contains  far  more  impurities  than  does  polyethylene.  There  are  not 
only  such  things  as  ant i -ox i dants  and  plasticizers  which  are  normally  added  to 
improve  the  mehanical  and  electrical  properties  of  the  material,  but  also  i nad- 
vetant  impurities,  such  as  catalyst  residues.  Some  of  these  impurities  are  ionic 
which  give  rise  to  absorption  beyond  3,000  GHz(l00  cm"'),  and  for  this  reason 
many  commercially  available  polypropylene  specimens  are  quite  opaque  in  the  sub¬ 
millimeter  end  mid-infrared  region.  One  can  say  that  in  the  strict  sense  there  is 
no  pure  polymer  and  they  all  show  wide  ranges  of  molecular  weight.  Semi crystall  ine 
polymeric  materials  are  made  of  crystalline  regions  spread  throughout  an  amorphous 
matrix  and  are  quite  homoqenious.  The  absorption  coefficient  of  all  polymers  can 
also  vary  markedly  with  the  composition,  history  and  the  temperature  of  the  spe¬ 
cimen.  In  the  millimeter  and  submillimeter  region,  absorption  processes  in  polymr 
ers  arise  from  low-frequency  I nt  ra  molecular  modes,  inter  molecular  modes  or 
lattice  modes,  amorphous  region  processes,  relaxation  and  non-resonant  processes, 
and  from  impurities  accidentally  or  deliberately  present  in  the  material.  The 
vibrations  of  highly  localized  qroups  of  atoms  contribute  to  the  mid-  and  near- 
infrared  absorption  processes. In  the  submillimeter  wave  region,  absorption  due  tc 
chain  twisting  motions  are  also  common  for  a  long-chain  molecule. 
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The  infrared  spectra  of  typical  hydrocarbon  polymers  gives  only  second 
Drder  differences  between  the  spectra  of  very  different  materials,  because  tiie 
frequency  of  a  CH-  stretching  mode  are  mainly  determined  by  the  nearly  invariant 
sand  force  cons tant . Th i s  lead  to  a  small  frequency  splitting  or  small  variations 
in  the  spectral  intensity.  The  infrared  method  is  less  sensitive  to  distant  eff¬ 
ects  arising  from  the  polymeric  nature  of  the  molecule.  In  tht  millimeter  and 
Tear  millimeter  frequencies,  spectral  response  for  common  polymers  represents  a 
nonotonic  function.  All  four  non-polar  polymers  mentioned  above  exhibit  extremely 
low-loss  characteristics  in  the  entire  millimeter  wavelength  range.  The  trend  of 
nonotonic  increase  in  absorption  with  increasing  frequency  is  due  to  the  amorphou 
:ontinuum.  The  high  density  polyethylene  exhibits  the  lowest  absorptions.  This 
naterial  can  now  be  classified  as  the  lowest  loss  material  in  the  millimeter 
wavelength  range.  It  was  not  surprising  to  see  the  absorption  data  of  our  poly- 
>ropy!ene  to  be  of  higher  value.  Both  Teflon  and  TPX  exhibit  lower  loss  at  70GHz 
:ompared  to  polypropylene.  Around  130  GHz  and  200GHz  their  absorption  become  high 
er  than  that  of  polypropylene.  One  may  try  to  assign  the  millimeter-wave  absorpti 
ons  of  non-polar  polymers  are  made  up  of  contributions  from  tail  of  crystalline 
"egion  <_on  t  r  i  bu  t  i  ons  and  amorphous  region  contributions.  In  non-polar  polymers, 
the  crystallinity  depends  on  the  nature  of  the  specimen  material  and  on  the  treat 
ment  given  to  it  during  forming.  It  is  quite  clear  that  the  monotonic  trend  of 
increase  in  absorption  with  increasing  frequency  must  be  largely  associated  with 
imorphous  regions.  Teflon  shows  the  towest  refractive  index  value(  1.439)  among 
:hese  four  non-polar  polymers.  It  has  an  intense  and  sharp  absorption  band  center 
ing  around  6000  GHz,  which  precludes  its  use  in  the  submillimeter  wavelength 
range.  The  refraction  spectrum  falls  to  a  value  of  1.38  and  then  shows  an  anoma¬ 
lous  dispersion  through  6, COO  GHz  band. 

For  these  low-loss  non-polar  polymers,  the  real  'art  of  the  dielectric 
•ermittivity  values  are  essentially  square  of  their  refractive  index  values. The 
loss  tangent  values  for  polyethylene  lies  inthe  range  3&0-440  mi c ro- rad i ans  bet¬ 
ween  60  and  300  GHz. 

Both  Plexiglas  and  Acrylic  are  made  with  acrylic  acid.  It  was  not  sur¬ 
prizing  to  see  both  exhibiting  similar  absorption  characteristics  atleast  30 
times  higher  than  polyethylene.  The  plexiglass  is  a  polymethyl  methacrylate  and 
the  acrylic  is  a  polymethacrylate.  The  pol yam i de (ny 1  on)  is  made  with  adipic  acid 
and  hexamethy 1 ene-d i ami ne.  The  nylon  showed  20^  more  absorption  values  compared 
to  plexiglass  and  acrylic.  For  these  three  polar  polymers  the  absorption  coeffi¬ 
cient  values  rise  monoton i ca 1 1 y  and  almost  linearly  in  the  60-300  GHz  region. 
These  polar  polymers  are  certainly  lossy  materials.  Their  strong  absorptions  are 
analogous  to  broad  absorptions  which  were  found  in  the  300-3000  GHz  region  for 
polar  liquids.  Nylon  has  a  very  high  thermal  stability,  and  is  often  used  as  a 
thermal  insulator  in  many  high-  and  low-  temperature  applications.  None  of  these 
three  polar  polymers  are  suitable  for  window  and  lens  applications  because  of 
their  poor  t ransm i ss i on (h i gh  absorption).  It  was  not  surprising  to  see  nearly 
identical  refraction  spectra  for  both  plexglass  and  acrylic.  The  average  value 
lies  around  1.611.  The  refraction  spectrum  of  nylon  has  a  similar  trend  as  metha¬ 
crylates  but  vlues  that  are  much  higher.  The  real  part  of  the  dielectric  permi¬ 
ttivity  values  for  these  absorbing  polar  polymers  are  nolonger  square  of  their 
refraction  values.  The  high  absorption  coefficient  values  significantly  contribu¬ 
ted  to  the  real  part  of  the  permittivity  values. The  lowest  loss  tangent  value  is 
almost  equal  to  8100  mi c ro- rad i ans ( f or  plexiglas  and  acrylic  at  105GHz). 

Ceramics  such  as  Beryllium  Ox i de (BeO)  ,Alumi n i urn  Ox i de ( A1 2O3)  ,  Boron  Nitr¬ 
ide  and  Silicon  Carbide  are  potential  candidates  as  window  materials  in  high  tem¬ 
perature  applications  for  high  power  millimeter  wave  sources  such  as  gyrotrons 
and  substrates  in  microprocessor  industry.  The  lower  absorption  loss&  high  value 
of  refract! 
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capability  of  heat.  The  high  refractive  index  value  and  low  absorption  coeffici¬ 
ent  numbers  make  these  ceramic  materials  to  be  additionally  attactive  for  appli¬ 
cations  such  as  dielectric  wavegu i des . I n  the  past  we  have  noticed  that  most  cer¬ 
amics  exhibit  a  continuum  type  of  monotonic  increase  in  absorption  with  increase 
in  frequency  in  the  millimeter  -wave  regions  in  addition  to  the  effect  of  the 
tail  of  the  submillimeter  wave  and  infrared  lattice  vibration  absorptions. 

A  crystalline  material  do  not  exhibit  this  amorphous  continuum  type  of  absorptions 
as  does  the  polycrystalline  cold-  and  hot-pressed  sintered  ceramics. But  crysta¬ 
lline  materials  easily  shatter  or  break  in  high  temperature  window  applications 
and  additionally  they  are  bi re-f ri ngent .  Our  new  study  reveals  intimate  details, 
on  relationship  of  degree  of  crystallinity  of  ceramics  and  the  absorption  loss 
characteristics.  The  absorption  loss  for  a  single  crystal  sapph i re ( A) £0^)  at 
millimeter  wavelength  region  is  very  low.  There  is  a  small  variation  in  the  loss 
between  the  ordina/y  and  the  extra-ordinary  ray  data  for  an  a-cut  crysta 1 . Agai n 
like  many  other  millimeter  wave  material,  the  absorption  values  increases  mono- 
tonically  from  0.01  Neper/cm  at  50  GHz  to  0.15  Neper/cm  at  300  GHz.  Upto  250GHz 
the  difference  in  absorption  values  is  very  small,  then  spectra  cross  over  and 
the  difference  increase.  A  comparison  of  absorption  data  with  polycrystalline 
alumina  from  AMPEX  Corpor-tion  reveals  that  the  crystallinity  has  reduced  the 
absorption  vlues  to  about  a  factor  of  three  in  the  entire  millimeter  wave  region. 
It  might  be  wise  to  introduce  some  degree  of  crystallinity  by  hot  pressing  while 
sintering  to  reduce  the  absorption  loss  in  polycrystalline  alumina.  The  origin 
of  this  millimeter  wave  monotonic  increase  in  absorption  with  increase  in  freq¬ 
uency  in  the  single  crystal  sapphire  is  mainly  due  to  the  "tail"  effect  of  the 
submillimeter  wave  and  infrared  lattice  vibration  bands.  The  comparison  of  ordi¬ 
nary  ray  and  extra-ordinary  ray  refractive  index  for  the  single  crystal  sapphire 
shows  a  very  strong  and  frequency  dependent  bi re-f r ingent (  An)effect  in  the 
millimeter  wave  region.  Initially  refractive  index  values  fall  very  sharply  in 
both  cases,  but  does  not  change  much  in  the  range  120-*i00GHz.  Between  120-^00  GHz 
the  nature  of  spectra  exhibit  opposie  trend,  correlating  to  crossover  point  in 
their  absorption  spectra.  However,  the  average  difference  in  refractive  index 
values  is  very  large  between  the  ordinary  ray  and  the  extra-ordinary  ray  spectra 
(  An  -  0.3*0  and  is  at  least  seven  times  higher  compared  to  single  crystal  quartz 
The  variation  in  the  An  values  with  increasing  frequency  is  very  interesting, 
since  it  shows  a  minimum  and  a  maximum  in  the  millimeter  wavelength  range.  This 
also  demonstrates  the  powerfu 1 lness  of  the  dispersive  Fourier  transform  spectros' 
copy.  We  can  measure  refractive  index  to  one  part  in  1 0 5 .  The  variation  of  An 
can  be  seen,  only  because  of  the  high  resolution  of  the  refractive  index  data. 
This  high  birefringent  effect  is  a  significant  advantage  in  polarimeter  applicat 
ions,  in  well  controlled  beam  rotating,  beam  modulating  and  phase  shifting  purpo 
ses.  Howeber  this  precludes  the  use  of  sapphire  as  a  window  and  lens  material. 

One  could  easily  end  up  including  significant  error  in  measurements  unless  the 
orientation  of  the  single  crystal  material  is  carefully  selected.  Again  we 
observed  the  real  part  of  the  dielectric  permittivity  values  to  be  square  of 
their  refractive  index  values  for  this  low  loss  material.  The  Ah'  plot  shows 
similar  minimum  and  maximum  in  the  millimeter  wave  region.  The  average  value  of 
Ae1  between  ordinary  and  extra-ordinary  ray  appears  to  be  2.193  in  this  frequency 
rancje^  Thj^s^massive  bi  re-f  ri  ngent  effect  in  crystalline  sapphire  is  an  advantage 
i n?app*f? calYons  such  as  millimeter  and  submillimeter  wave  polarimeter,  phase 
rotator,  phase  shifter,  modulator  and  beam  divider.  The  appearance  of  the 
maximum  and  minimum  in  the  An  and  As. 1  may  lead  to  the  use  of  sapphire  as  a 
sw i tch i ng  dev i ce . 

We  have  recently  constructed  a  special  dispersive  Fourier  transform 
spectrometer  for  direct  experimental  seperation  of  complex  magnetic  permeability 
spectra  from  total  or  combined  complex  dielectric  permi tt iv i t iy  and  complex  mag¬ 
netic  permeability  spectra  of  ferrite  materials  in  the  millimeter  and  ubmilli- 
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meter  wavelength  range.  The  induced  ferromagnetic  resonance  moves  to  higher  fre¬ 
quency  as  the  applied  external  high  intensity  magnetic  field  is  increased  to 
higher  values.  As  the  frequency  as  well  as  the  external  applied  high  intensity 
magnetic  field  can  be  varied  continuously,  one  can  easily  observe  the  quencing 
effect  and  resonance  line  widths.  A  natural  ferromagnetic  resonance  has  been 
been  obseved  in  a  radiation  absorbing  material.  The  center  of  the  natural  reso¬ 
nance  line  lies  around  250  GHz. 
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